[The testing methods of the linearity errors and the cross contamination for clinical analyzers].
The measuring methods of the linearity errors and the cross contamination are very hard to grasp in testing the clinical analyzer's specifications. In this paper, the measuring steps and the data processing methods are introduced in detail in combination with the living examples and taking the form of the lists so as to help the technical personnels to understand the verification regulation of clinical analyzers correctly and to carry out the technical supervision effectively.